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Table l-~-List of symbols
-Cole~Cole impedance
-angular frequency
-imaginary number
-number of data points
-number of dispersions
-number of parameters
-degrees of freedom

-Cole~Cole parameter (j=1,M*n)

-DC resistance or apparent resistivity

-chargeability

~-time constant

~frequency dependence
-measured sampling point (i=1,N)
-measured value
-mean measurement
~calculated value
-derivative matrix
-curvature matrix
~incremental parameter change
~-difference vector
-identity matrix
-stabilization factor
-weighting factor

~-functional variance
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~-sample variance

-parameter variance

-reduced chi-square
~covariance matrix (j,k=1,M*n)
-correlation matrix

-multiplication
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Introduction

This report describes an interactive Hewlett Packard
(HP) 9845A computer program that 1inverts spectral induced
polarization (SIP) or complex resistivity (CR) data. A
complex (that 1is, frequency dependent) impedance is defined
in terms of a multiplicative Cole~Cole model (Cole and Cole,
1941; Pelton, 1977; Washburne, 1982)., Either amplitude,
phase or amplitude-phase data can be inverted. This program
utilizes Marquardt’s (1963) maximum neighborhood method to
stabilize the inverted derivative matrix, The reduced chi-
square (Bevington, 1969) determines convergence., Both
‘normal’ and reversed (or ’‘negative’) dispersions can be
modeled, This allows first-order EM coupling effects to be
removed from field data, Program operation is demonstrated
using a calculated dispersion.,

Below, SIP measurements, Cole-Cole models and inversion
techniques are introduced briefly. Relevant computational
procedures are reviewed in three sections under "Program
description”: 1) input, 2) calculations and 3) output. After
noting a few program limitations, user-orientated procedural
guidelines, program notes and program input/output (I/0) are
reviewed.

An SIP measurement consists of recording a complex
impedance (usually resolved into amplitude-phase or real-
imaginary components) across a wide frequency range (.01~
1000 Hz, for instance), The objective of a SIP measurement
is to quantify charge polarization effects that are induced
"in the earth by an alternating electric field. In most
rocks, this polarization can be characterized by a simple
dispersion or by several dispersions. Specific mechanisms or
polarizable sources cannot be attributed to these
dispersions, however, because a wide range of mechanisms and
overlap of active zones exist among several possible
sources. Until more of the physical processes governing
natural rock polarization are understood, Cole-Cole
parameterization is limited to simply quantifing the
spectrum of a given measurement,

Cole-€Cole parameters can be defined in terms of a
simple equivalent circuit (fig., la) or related to a
hypothetical rock pore system (fig. 1b). More realistic
situations consisting of a random network of these basic
components also can be expressed in terms of a simple
distributed <circuit (Zonge, 1972). It 1is important to
realize, however, that this solution is not unique in two
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important respects: 1) the Cole-Cole model is only one of
many possible mathematical representations and 2) inversion
of Cole-Cole models involves a linearization of a nonlinear
problem. Model parameters derived from noisy data are
particularly nonunique. In general, an estimate of the
parameters’ nonuniqueness can be obtained by carefully
examining the inversion’s output, which usually includes: 1)
statistical measures, such as parameter standard deviation
and correlation matrix and 2) intermediate parameterizations
(large fluctuations are a sign of poor resolution).

Program description: Input

The program requires as input sets of frequency (Hz),
amplitude (ohm-m) and phase (mrad) measurements in order of
ascending frequency. Subroutine Test (line 6130)
demonstrates how the data arrays are filled. Four methods of
interactively weighting the data are possible (see "Progranm
operation"). Amplitude data are scaled wusing a simple
logarithmic transformation; phase data are scaled using a
hyperbolic sine transformation. The second transformation
scales small (-1<x<1 mrad) phases linearly while 1larger
positive and negative phases are scaled logarithmically.

Initial Cole-Cole parameters (m, T and <c¢) must be
supplied interactively. Several families of curves (fig. 2)
demonstrate the effect each parameter has on a dispersion’s
shape. Any parameter can be held constant to constrain the
final solution. A logarithmic transformation of T
effectively limits its range to between 4 and -7. The ranges
of m and ¢ are physically constrained between 0 and 1 by the
equivalent circuit representation of a Cole~Cole dispersion
(Pelton etal., 1978). Constraining these two parameters with
a simple trigonometric or hyperbolic transformation 1is
ineffective because poorly resolvable parameters becone
fixed at wunrealistic values. Therefore, it 1is best that
these parameters be fixed as the need arises. Both m and ¢
must be positive. Occasionally, a modified parameter becomes
negative (it 1is displayed as a negative); however, its
absolute value is used for subsequent calculations.

A weakness of the Cole-Cole model is the high inherent
correlation between parameters. This is 1illustrated by
inverting the systematically varying spectra in figure 2 and
graphically summarizing the resulting parameter correlations
(fig. 3). These results indicate that parametric ambiguity
is greater when a dispersion is: strong (m), incomplete (1)
and/or broad (c).
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Figure 2--The effect of parametric variations on a single
Cole-Cole model. Each family of curves was generated by
holding two parameters constant and letting the third vary
as indicated.
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Figure 3--Cole-Cole model parameter correlations. Each
dispersion in figure 2 has been inverted to form a measure
of inherent parameter correlation. Constant parameters are
m,T,c=.6,.05,.5. Variable parameters are plotted along the
horizontal axis.



Program description: Calculations

The forward solution (subroutine Colem) is expressed in
terms of the real and imaginary parts of a complex impedance
(equations 1-2), which is modeled by a product of Cole-Cole
dispersions (equation 3) (B.%. Smith, pers.commun., 1981;
Washburne, 1982).- o (a + (w1) C)

Zreal= 1 D, (1)
_ _mb
Zimag™ ~ D] ()
Z(U)) = RO ( 1 - mlfl )( 1 - mzfz ) (3)
where a = (wt)€ cos (c ©/2)
b = (wt)€ sin (¢ w/2)
D; = 1 + 2a + (uwt)?2°
£=(1 - ! )

1 + (iw'r)c

(see table 1 for a definition of these and other variables).
This parameterization is wuseful to quantify many spectral
curves simply for more detailed interpretational analysis.

The inversion subroutine (Curfit) searches a nxn
parameter space for a minimum reduced chi-square between the
weighted raw and inverted data points (Bevington, 1969). The
impedance function 1is 1linearized by considering only the
first two terms in its Taylor-series expansion (equation 4),
where Z(w)/R, has been transformed to y(x) for simplicity.

vi = y(x3) + 3y;/3p; bpj (4)
In matrix notation this becomes (equation 5):

d = A Ap (5)
Multiplying each side by AT gives (equation 6):

AT 7 = ATA 8p (6)

A Marquardt-like stabilization factor (A) is added to the
main diagonal of the curvature or normalized derivative



A Marquardt-like stabilization factor (A) is added to the
main diagonal of the curvature or normalized derivative
matrix to keep it from becoming singular (Marquardt, 1963).
This equation can now be solved for Ap (equation 7).

ap = ( ATA + a1 )~1 ATq (7)

At each iteration, A is changed. Initially, and away from
the zone of convergence, X 1is large and increasing-- the
search approximating the gradient method. As a minimum is
approached, however, A is decreased and the search
approximates the linearized expansion method, which
converges quadratically in this region. Convergence 1is
reached when either the incremental or relative chi-square
error becomes less than some tolerance. The tolerance
defaults to 10~% for phase and amplitude-phase inversion
options and to 109 for the inversion of amplitude. These
might need to be modified for exceedingly good or noisy data
sets. Because these tolerances are derived from experience
with theoretical, laboratory and field data sets, it appears
as though the inversion of 1logarithmic amplitude data is
less sensitive to parametric variations than 1is the
inversion of logarithmic phase data.

Either numeric or analytic derivatives can be used in
this program. The only significant difference between the
two methods 1is the much greater speed at which analytic
derivatives are calculated; the time savings is a function
of the number and resolvability of the parameters. Numerical
derivatives are calculated by perturbing each parameter, in
turn, by 10% and finding the differential: Ay/Ax. Analytic
derivatives are derived from the partial derivatives
(equations 8-10) of a single Cole-Cole dispersion.

3y/3m = 1/Dy [ a + (wt)2¢ - 1 b ] (8)

d9y/3t = me/(Dyt) [ R+ I ] (9

3y/dc = m/D;2[Rln(wt)-In/2 + i(Rn/2+Iln(wt))] (10)
where R = 2 (w1)2¢ + a[l+(wt)?2¢]

I =b [1-(ut)2c].

Since amplitude and phase are defined as (equations 11-12),

= Z v
A / Zreal + Zimag (11)



¢ = tan(Zip,g/2¢ea1) s (12)

analytic derivatives have the form of equations 13-14:

dA _ 1 azreal Zimag azimag
3p A ( ap t g 9p ) (13)
real
3¢ 1 azimag Zimag aZreal
3p = 2 ( ap Z Bp—‘h) . (14)
A real

Pelton etal. (1978) note that a Cole-Cole model whose
frequency dependence is one can be used to decouple ‘normal’
high frequency EM coupling effects from lower frequency IP
effects. Although parametric resolution is lost (Major and
Silic, 1980) and this procedure is wvalid only before the
phase maximum in simple geoelectric environments (Webster,
1980), it 1is a useful first approximation. ‘Negative’
coupling effects can be removed in a like manner by using
two opposing Cole-Cole dispersions to model the coupling
(Hallof and Pelton, 1980) (equations 15-16).

Z(w) = Ry (1 = myfy) (1 - mofy) (15)
Z(w) = RO (1 - mlfl) (1 - mzfz) (1 + m3f3) (16)
----- coupling ~-—-==---

Residual phases are calculated by decomposing the modeled
real and imaginary parts of the spectrum from the real and
imaginary (that 1is, cosine, sine) representation of the
original spectrum.

Program description: Output

The program outputs: 1) inverted Cole-Cole parameters,
2) several statistical measures of the inversion’s fit and
the parameter’s ambiguity and 3) a plot of the raw and
inverted dispersions.

There are several measures of '"goodness of fit",
Bevington (1969) defines the functional wvariance (sz) of a
set of data (y;) to a fitting function (y(x;)) as (equation
17):

s2 = 1/v [; wy lyg-y(xp)]? (17)
where the weighting function, Wy (equation 18), is
normalized in terms of the sample variances, o4 (equation
19).



I/Oi2 (18)
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The reduced chi-square (XVZ) (equation 20) is a measure
of how well a fitting function matches a series of
observations and 1is found by taking the ratio of the
functional yariance to the weighted average of the sample
variances (oi = Wjoy ).

xv2 = 1/ [y lyg-y(xg)12 = s2/0,? (20)

Ideally, the reduced chi-square 1is wunity-- larger values
indicating a poor fit, smaller values indicating a larger
uncertainty in the observations. If sample variance is
unknown, oy =1, and the reduced chi-square 1is simply the
least-squares error.,

Parameter error can be estimated from the covariance
matrix (equation 21).

cov(pjk) = [ ATA -1 sz (21)

Diagonal elements of cov(pji,) indicate parameter variance
(0:), non-diagonal elements” indicate parameter covariance.
Fof reasonable parameterizations, the normalized covariance
or correlation matrix (equation 22) gives a measure of the
correlation between parameters,

cov pjk

cor(pjk) (22)

Ycov Pjj COV Py

A correlation of =zero indicates an independent parameter.
Coefficients of +1 and -1 indicate a strong correlation or
inverse correlation, respectively.

Following the statistics, raw and inverted dispersions
are plotted. A plot of logarithmic phase lag and normalized
(by R,) amplitude versus logarithmic frequency is preferred
because Cole-Cole parameters are estimated easily from this
presentation., Data can be plotted on a normalized real-
imaginary axis diagram (also known as an Argand or Cole-Cole
diagram). For the benefit of those who prefer this format,
the raw data are plotted on a reduced real-imaginary diagram
also.



Program limitations

When comparing this data to other Cole-Cole modeled
data, beware of slight but parametrically significant
differences in the way multiple dispersions are defined.

Three dispersion models are adequate to fit most
laboratory and field SIP data. If more complicated models
are desired, the 9845A’s 64K byte memory must be extended or
advantage taken of overlapped processing.

The wvalidity of inversion statistics depends upon:
1) spectral resolvability in terms of the Cole-Cole model
and 2) 1linearity of the Taylor-series approximation. At
best, statistics serve only as relative indications of
parametric stability and correlation.

The Cole-Cole model only approximates EM coupling. As a
result, parameters associated with high frequency
polarization dispersions are ambiguous. In general, however,
this 1is a good enough approximation so that parameters
associated with low frequency dispersions are more
characteristic of a coupling~-free environment.

10



Procedural Guidelines

1) Weight to O those points that are not part of a smooth
spectral curve, One “bad’ point, especially at a frequency
extreme, can wreck convergence.

2) Determine how many polarization dispersions are present.
Be sure to note models that do not truly correspond to a
single dispersion (that 1is, where impulsive or transitory
behavior is not fit well by a simpler model). Minimize the
number of models.

3) 1Initialize the model. Hold wunresolvable parameters
constant. Refer to Figure 2 1if you have difficulty
relating spectral shape to the Cole-Cole parameters. In
general, resolvable parameters are characterized Dby:
1) clear non-zero slopes (>4 pts) and 2) clearly
distinguishable phase peaks (>50 mrad); wunresolvable
parameters are characterized by: 1) very low slopes and
phase peaks (m,T,c) and 2) phase maxima outside the
measuring range (m,T). First, minimize the number of
constant parameters. Later, use insight gained from a set
of spectra to determine which of the most ambiguous
parameters to hold constant.

4) There will always be a better fitting model. When the

data is fit adequately, stop inverting and start
interpreting!

11



General Program Conventions and Notes

SYSTEM: Hewlett Packard (HP) 9845A/ 64K byte memory. Refer
questions regarding HP BASIC syntax to the HP 9845
manuals: "Operating and programing" and "Graphics
programing techniques".

UNITS: Unless otherwise noted, assume the following wunits:
meters, milliradians, ohm-meters, volts, amperes.

DEFAULTS: All questions have default values preassigned.
Pushing CONT (continue) executes these defaults. The
default response is indicated by underlining.

VARIABLES: Variable names are usually mnemonics related to
their function. In general, a given variable’s definition
is ubiquitous to the whole program. This program’s most
important variables are defined in table 2.

PROGRAM HEADERS: Definitions of parameters passed to each
subroutine are found in its heading. Array dimensions are
indicated in parenthesis. Descriptive line labels provide
access to the head of each subroutine if this is required.

USER MODIFICATIONS: There are a few places where the user
might want to set a default variable in the program. A few
of the most likely modifications are described below.

Begin by pushing EDITLINE ...; finish by pushing STORE.

1) The internal printer 1is activated by changing the
device code, Pdev, in 1line 390 from 16 to 0. Activating
lines 2100 and 2250 will keep intermediate parameters from
being printed out when Pdev=0.

2) A double 1logarithmic phase scale (to plot both
positive and negative phases) is activated by changing the
variable Log$ in line 400 from "YES" to "DBL".

3) Numeric, rather than analytic derivatives, will be
calculated 1if the variable Analytic$ in 1line 1080 1is
changed from "YES" to "NO",.

4) The default input device variable Device$ can be

changed in line 6240 from ":C" (disk) to ":T1l4" (left-hand
tape drive), for instance.

12



5) The 1log-log plot’s base and frequency range are
easily modified in 1lines 750 and 5300. These default to:
base=10, f ;,=-3 and fwa§=5. Either plot can be suppressed
by deactivating (with ") the appropriate line (see lines
750, 770, 5300 or 5310). Note that if subroutine Crplt is
not called before Argplt, the plotter must be initialized.
Change 1line 8910 to: PLOTTER IS 13, "GRAPHICS"-- to
accomplish this,

6) Occasionally, weak dispersions are incorrectly
scaled in the final plot. This condition exists when a
large DC offset is obvious between the raw and inverted
normalized amplitudes. To replot the data correctly,
temporarily modify Rk in line 7070 from 1 to RO.

13



Table 2-~List of major wvariables

Below, the most important common, passed and calculated
variables or arrays are defined. Default values are
indicated in parentheses.

I=1,Nf
J=1 -raw data
=1+x -model x if model=1
=2+model =-inverted data then J=2 -inverted
=3+model -residual
K=1,2*%Nf
st half: amplitudes; 2nd half: phases
COMMON:
Nf -number of frequencies (41)
model -number of Cole-Cole dispersions modeled (2)

RO -DC apparent resistivity; initially set to Amp(l,1)

F(1,I) ~-frequency

Amp(J,I) —amplitude

Phz(J,I) -phase

Constant(*) -constant parameters (1)

l=variable; O=constant

PASSED:
Y(1,K) -input or raw data
Yfitc(1,K) -output or best fit
Sigy(1,K) -standard deviations
Ywt(1l,K) ~data weights (1)
P(3,model) - Cole-Cole parameters
CALCULATED:
A(I,model*3) Derivative matrix

Dp(model*3,model*3) Inverted incremental parameters

14



User Instructions: Program I/0

The following example uses the theoretically-
calculated response of two RC circuits in series. Both
circuits have a Warburg-like (~/f) capacitance. Below, a
typical program run (listed in appendix A) is broken-down
into 16 steps. System commands are capitalized. Commonly
occurring program variables are offset by a double hyphen
(""X). )

A, Turn on the machine and insert the program tape into the
right-hand (T-15) tape drive. Insert the data tape into
the left-hand (T-14) tape drive.

B. Type GET "CRDBL", and press EXECUTE,

C. When the program is loaded, press RUN. Several prompting
statements will appear successively on the screen and the
user should type the appropriate responses as follows:

1) Today’s date? (Mo/Da/Yr) End by pressing CONT. --Date$

2) Read from? : -=-Iofile$
Choose the proper subroutine to read in the data, CONT.

3) File name? : Enter the data file name, CONT. --Fam$

4) Do you want to PLOT or ... CONT? : This allows the data
to be previewed for the purpose of weighting points and
choosing the initial inversion model. After generating the
plot, the program waits three seconds and will continue
automatically unless PAUSE is executed.

5) What do you want to invert? Type one number, CONT. --Iop

6) Choose one method of weighting the data? Four modes are
possible:

Mode 1: Instrumental- use when measurement standard
deviations are known.

Mode 2: Statistical- assumes a statistical relationship
where errors are proportional to magnitude.

Mode 3: Selective- allows arbitrary weights to Dbe
assigned to each data point. In turn, amplitude and phase
data are displayed, five points per line. A row of "1"’'s,
also offset in groups of five, will be displayed at the
bottom of the screen. These are default weights. Use the
{-- and =--> keys to position the cursor under the data

15



point that 1is to be reweighted. CONT when finished.
Mode 4: None- assigns equal weights of "1" to each data
point (default).

7) At this point, a tabulated summary of the data is printed
to the device specified by Pdev (line 390). In this
example, frequency (Hz), amplitude (ohm-m) and phase
(mrad) are printed with their respective weights. Note
that these are values of phase shift whereas phase lag is
plotted.

8) How many dispersions ... do you want to model? --model
Refer to "Procedures". End with CONT.

9) Input M,T,C: -=P(*)
Requests initial Cole-Cole parameters, CONT.

10) Are these correct? : Requests confirmation that
parameters have been entered correctly. Typing NO branches
back to step 9. CONT.,

11) Do you want to hold one parameter constant?: Allows one
parameter of current model to be held invariant during
inversion. CONT.

12) "Which one?:" Requests parameter to be held constant.
.This loop must be passed through for each parameter held
constant. CONT.

At this point, the computer starts inverting the data.
If, for any reason, the inversion is terminated prematurely
by pushing special function key "k8" (ie. wildly fluctuating
or wunrealistic parameters), the program should jump to
step 13 (ie, statistics will be calculated for the last
iteration). Unfortunately, if k8 is pushed during an
intermediate calculation, the statistics and inverted plot
might be invalid. Avoid this situation by pushing k8
immediately following the display of an intermediate result.

13) Intermediate results are printed on the device specified
by Pdev following each iteration. This output consists of:

a) Fixed parameters, if any.

b) Free Cole-Cole parameters for each iteration. The
column headings are:

It: iteration =-iteration 0 lists initial parameters.

Lamda()A): Marquardt stabilization factor.

16



Rchisqr: Reduced chi-square.
M,T,C: Cole-Cole parameters m, T and c.

c¢) 7%Sigma= parameter standard deviations.
d) Correlation matrix. If inversion option (Iop) 1 or 3

was chosen (amplitude or both, respectively), an
additional parameter (DC resistivity) 1is wused to find
parameter correlations. Its relationship to other

parameters is found in the matrix’s last row.

14) Type YES to plot your results. Type NO to change
parameters, CONT. Program loops back to step 8 1if this
parameterization is not satisfactory. For the novice using
this program, ‘bad’ data points are the cause of poor
parameterizations more often than are unresolvable
dispersions. If this 1is the case, start over from the
beginning by pushing STOP twice and then RUN.

15) Which dispersion do you want to remove? Enter the
dispersion or model number, CONT. This step is skipped if
0 is typed.

16) The final plot is automatically displayed on the screen.
Type DUMP GRAPHICS and press EXECUTE, to get a hard copy.

WHAT IS PLOTTED:

Normalized amplitude (Z/Ro) (0)
Inverted amplitude - —-— - - -
Log;p phase lag ( +or - ; # 1if wy=0 )

Inverted dispersions = = = =  =----e-e---
Residual phase - - - - = -
Rgc=Ry! Calculated zero frequency apparent resistivity

A real-imaginary axis diagram of the data 1is made in
the lower left-hand corner. Each curve is normalized by R,.
The axes are negative wupwards and to the 1left and are
graduated at 10%7 increments and labeled every .5 units. Only
the inverted dispersion is plotted (see USER MODIFICATIONS).
Points weighted to zero are skipped. Plus (+) symbols mark
every fourth frequency point. .

17
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Appendix A

Example Program Listing

The following listing was made by assigning PRINT ALL
IS 0 and depressing the PRINT ALL key. Each step is
described in the User Instructions section of this report.

Under normal operating conditions, only the two output
sections indicated by a double line in the right-hand margin

will be output to the thermal printer when Pdev=0.

19



1)
2)

3)
4)

5)

6)

Enter todavs date(m-/d-y):
1-31-82

Read data from TEST, Inl, or In27

TEST
TEST:Filername?
mRCser

Do wou want to PLOT and prewview the spectrum or CONT?

PLOT

FEEFFFFFEF R R FFF AR R AR FFFEREREHFF
12 Just Amplitude
2? Just Phase
3> Both Amp and Phz
REFF R EFF IR R R R FFEFFRFREF
What do vou want to invert?
3

FEFFFFRFFEF SRR RFRRFFRRERRFEHF
1) Instrumental (1-/s5ig~2)

2) Statistical 1%
3) Selective (1-8>
4> None 1o

REFFRREREFFRRERFFRERRRRFRFRRRF

Choose one method of weighting the Jdata?

3

AMPLITUDE

1.3P7E+E8 1.95E+08 1.91E+88
1.58E+@0 1.68E+89 1.54E+0B06
1.35E+28 1.28E+00 1.19E+08

1.84E+20 1.82E+00

Edit the weighting function; then
1, 1, 1, 1, 1| 1, 1, 1, 1, 1| 1,

PHASE

-1.41E+81 -2.31E+81 -3,57E+01
-5.41E+681 ~5.91E+81 -5.33E+91
-7.54E+@1 -8.63E+81 -8.S51E+81

-3.32E+81 -2.83E+61

Edit the weighting function; then

1.85E+84
1.49E+88
1.12E+808

CONMT.
1, 1, 1, 1]

-5.81E+8B1
~-5.35E+91
-7.88E+81

CONT.

1, 1, 1, 1, 1| 1, 8, 1, 1, 1| 1, 1, 1, 1, 1]

20
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7) FREQUENCY RMP WEIGHT PHZ WEIGHT
1.88E-83 1.37E+0808 1.88 -1.41E+81 1.069
3.16E-83 1.35E+00 1.080 -2.31E+81 1.609
1.88E-82 1.91E+808 1.080 -3.57E+81 1.6898
3.16E-82 1.85E+88 1.088 -5.81E+81 1.898
1.88E-81 1.77E+80 1.080 -6.14E+081 1.089
3.16E-81 1.68E+00 1.068 -6.41E+081 1.88
1,9BE+080 1.50E+808 1.88 -5.31E+81 8.068
3.16E+08 1.54E+088 1.080 -5.33E+81 1.088
1.88E+81 1.4%E+030 1.68 -5.35E+01 1.0808
3.16E+081 1.43E+88 1.88 -6.18E+081 1.080
1.806E+82 1.36E+008 1.68 -7.54E+81 1.89
3.16E+82 1.28E+0808 1.89 -8.63E+81 1.88
1.808E+83 1.19E+806 1.68 -3.51E+81 1.89
3. 16E+83 1.12E+80 1.89 -7.88E+01 1.68
1.88BE+084 1.87E+0808 1.88 -5.18E+81 1.00
3.16E+84 1.84E+00 1.88 -3.32E+081 1.90
1.88E+85 1.82E+806 1.00 -2.83E+061 1.08
8) How many dizpersions?i(default:2, max:3)
2
£ % % £ B ¥ ¥ F X X % ® £ ¥ K ¥ F ® F E £ F F F F F E B ¥ F F F E F F F %
MODEL 1
9) INPUT M,T,C:
.5,1,.95
CHARGEABILITY= .5S@88 TIME COMSTANT=1.89E+90 FRERAUENCY DEPENDENCE= .3589
¥ O % % £ % % ¥ ¥ E ¥ R E E F 5 F F % E K K F F F E ¥ O E F F E F E F F ¥
10) Are these correct?(YES or NOD
YES
11) Do wou want to hold one parameter constant?(YES or NO)
YES
12) Enter one parameter wou want to hold constant(l,2,0r3):
3
Do wou want to hold one paramster constant?(YES or NOD
HO
MODEL 2
INPUT M, T,C:
.5,.001,.3
CHRARGERBILITY= .588 TIME COMSTANT=1.89E-83 FREQUENCY DEPENDEMCE= .380

Are these correct?(YES or HO>

YES
Do wou want to hold one parameter constant?(YES or NOJ
HO

Don”"t bother me, I‘m computing . . . Prezz k8 to terminate inversion
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13) CONSTANT PARAMETERS:C1: S5.080E-91

14)

15)
16)

It Lamda _Rchisg M1 I n2 I2 cz
@ OE+90 3.96E-01 S.00E-91 1,.00E+00 S.00E-01 1.00E-03 3.00E-01
1 1E-91 1.03E-02 2.25E-91 9,SSE-01 3.32E-01 S.99E-04 4,35E-01
2 1E-92 2.52E-04 2.50E-91 1.24E+00 3.30E-01 3.69E-04 4.99E-01
3 1E-@83 4.41E-08 2.48E-01 1.20E+00 3.3SE-01 4.00E-04 S.00E-01
%“Sigma= 3.86E-92 3.19E-92 3.20E-92 3.77E-02 2.92E-02
CORRELATION MATRIX
1 1.000
2 =-.,732 1,000
3 -.6%50 . 588 1.000
4 =-.710 616 714 1.000
S .587 -.451 -.508 -.877 1.000
& 219 -.0871 .@38 -. 0809 . 857 1.000
The reduced chi square has converged or diverged.
Type YES to plot your resuits. Type NO to change parameters.
PLOT?
YES
Which dispersion do you want to remove(d,1,2,3>7?
%]
DUMP GRAPHICS
-eh. -é*\ T T T Bl 1 Al
‘&\~&\ g4
- picNy
g O~ o .81
T "G~\‘
% G\ . . ?-
w F1lae .
m ."4'.--":@5“*\."”%
= JOOY P iben s IR T o ) . .64
: T R %
7] st ~at,
~ . . G0
~ ." ~ " -
B P .
2 ,t'P , . 4
o o : R 4
a L ' \ .4
. tie - . )
) i , .3
N i .21
. (%} e ——+—4
-9 ! " 14
LOG1@ FREQUENCY (Hz)
eoen e it 1 1 L 5 L Tl reeneeeaann -
-2 -1 a8 1 2 3 4
FILE: mRCser Rdc=2.dE+40O
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Appendix B

Source Program Listing
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18

28

38

48

1%

60

7o

88

90

198
118
120
138
148
158
168
178
188
198
208
219
220
238
248
258
260
270
258
298
3088
311
328
330
340
358
368
3re
388
398
480
418
428
430
440
458
450
478
488
498
See
S18
Sze

PROGRAM "CRDBL": SPECTRAL IP INVERSION AND PLOTTIHNG

SYSTEM: HP 98435A

AUTHOR: JIM WASHBURNE

ADDRESS: U.S5. DEPARTMENT OF THE INTERIOR
GEOLOGICAL SURVEY
MRIL STOP 964
BOX 25846, DENVER FEDERAL CENTER
DENYER, CO 88225

LAST REVISION: 1-31-82

!
!
!
!
!
!
!
!
!
!
|
!
!
! SUERQUTINE ACCESS RDDRESSES:
!
!
!
!
!
!
!
!
!
!
!

Crinv 18- 790

Curfit 360-4000
(Dy,Norm, Qutput)

Colem 4818-58708

Weight S888-612808

Readin £138-6528
(Test,Inl,In2)

Crplt 6538-729%98

Plots 7308-84589
(Rescale,Linplt,Raxlbl,Yax1bl,Titled

Argplt 84608-9210

R Y Ll T T T e I I R P LT L R

Crinv:!

OPTION BRSE 1

COM Mf,Model,Pdev,lop,Log$l3],Fnm$l(6l,Datesl(8]

COM SHORT R@,F(1,41),Ampl5,41>,Phz(6,41>,Constanti3,3>
SHORT ¥¢1,82),Yfit(1,82),8igyv(1,82),Ywt{1,82)

DEFAULT ON ISUPRESS NOM-FATAL ERRORS
EXIT GRAPHICS

PRINTER IS 16

PRINT PRGE

MAT Amp=ZER

MAT Fhz=Z2ER

MAT Constant=ZER

Pdeu=16 IPRINTER(16 or 83
Log$="YES™" JABSOLUTE OR DOUBLE LOG SCALE
INPUT "Enter todays datei{m-d-u):",Dates !{"YES" or "DBL">
Iofiles="TEST"
Read: INPUT "Read data from TEST, Inl, or In2?",lofiles$

IF Iofile$="TEST" THEN CALL Test(¥Y{(#),Sigyul(#),Yuti%))

! % % % E
! % % % User supplied input programs * % #
! * % % * ¥ #
Nf2=Nf#2

REDIM FCL Nfd,YOL,NF2),YFit (1, NF2),5igu {1l ,NFf2),Ywt (1,NFE)
Invert: CALL Curfit(Nf2,F(*),Y(2) , Yt o2, Yfit(*d)

IF Mcdel=1 THEM Plot
Decupl: Decupls="N"
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S38
S48
SSe
Se@
Sve
Sge
598
=31c)
€l@
620
638
648
658
668
678
688
£98
7o
718
728@
730
748
1=
768
v7e
rg-1%)
798

Ans=@

INPUT "Which dizperszion do you want to removeid,1,2,337",Ans

IF Ans=8 THEN Plot

Decupls="y

M=Rns+1

Rk=1

IF (FAmp<M,13>1.5> OR (Amp¢M,12<.5> THEM Rk=R®

Last=Model1+3

FOR I=1 TO HNf
Ro=Amp<l, I>-RO*COS{Phz(1l,1>-1068>
Io=Amp(l, ) RB#SINC(Phz(1,I- 10805
Re=Amp(M, I > Rk*COS(Phz(M, 1> 108088
Im=Amp(M, I Rk*SINC(Phz(M,I>~1808082
RZ=1-Re IRESIDURLS
I2=-Im
Dr=Iz2~2+{1-R2>~2
Rr=(Ro#*(1-R25-10%125/Dr
Ir=(Ro*I2+[0*%(1-R2%)-Dr
Amp{Last, [>=RO*SAR(Rr~2+Ir~22
Phz{Last,I>=1880*ATN(Ir-Rpr>

NEXT 1

|

Plot: CALL Crplt(18,-3,5,Decupl$,Yut (*1)
1

CALL Argplt(Ywt (%))

STOP

END
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8009 | ZEFFEXFXFFFFPEFPIFFFLBIFIRERRFFIFFFFPRSFLFFEFEFFLELIRE RS R o ¥ ¥es
318 !

820 Curfit:! 11,81

838 ! A LEAST-SQUARES FIT TO A HON-LINERR FUNCTION WITH A

348 | LINEARIZATION OF THE FITTING FUNCTION

859 ! AFTER:P.R.BEVINGTON, 1969,DATA REDUCTION AND ERROR AMALYSIS

860 FERF RS R FFF R R R R R E R SRR F AR E R R PR R RN R R FAFE R R R PR LR EERESR

|
g7 |
8580 SUB Curfit(Nf2,SHORT K{#),Y(*),5iguls), Yfit %)
599 !

I

|

|

|

989 #(#)! jndependent variable C1,Nf>
91g Y(%#)! dependent variable (1, Nf2
920 Sigyl#)! standard deviations of VY C1,Nf22
938 Yfit (%) output, best fit to Y (1,Mf20
949 |

958 OPTION BASE 1

968 COM Nf,Model,Pdev,lop,Log$(3],Fnm$l6],Datesl3]
978 COM SHORT RO,F(#),Amp(*),Phz{(#),Constant (%)

- 988 SHORT P(3,3>,Ppt3,37,Ro

998 SHORT Du(1l,Mf2),ACNFf2,18),At(1B,Nf2),WC18,NFf2)
1968 SHORT Onedl1B,1>,Betall,18>,Dp1,18>,S8igpl, 108
1816 SHORT Alphadis,18),Array(ld,18),Anorm(1B8,108>,Covarilm,l18>,Cor
16,18>,D<18,18>

1828 Initialize:d!

1838 Nterms=3

1848 Lamda=,1!

1858 Iteration=1

1868 Tol=1E-4

1878 IF Iop=1 THEM Tol=1E-5 IONLY FOR AMPLITUDE
1888 Analytic$="YES" FAMALYTIC DERIMATIVESC("YES" or "HNO"2
1898 P4=1 ' TNVYERT RB7?7{(@=HO, 1=YES>

1188 IF Iop=2 THEN P4=4

1118 Conu$="HNO"

11286 | Pdev=0 IREMOYE "!" FOR LISTING OF ONLY INITIAL- FIMAL PARMS
1138 PRINTER IS 18

1146 MAT Yfit=C(1>

1158 MAT Constant=(1>

1160 Parms: Model=2

1178 INPUT "How many dispersions?(default:2, maxi3>",Model

1188 Nparms=HNparm=Model#*MNterms+P4

11986 IMAGE 37<("* ">

1266 IMAGE X,"CHARGEABILITY=",D.3D,2%,"TIME CONSTAMT="D.DDE, 2, "FRE
RUENMCY DEFENDENCE=",D.3D

1218 PRINT USING 1198

1228 FOR M=1 TO Model

12386 PRINT "MODEL ",M

1248 INPUT "INPUT M,T,C:",P<M,12,P{(M,2),P(M,3>

1256 PRIMT USING 1208;P<M,12,P<(M,2),P(M,3>

1264 PRINT USING 1198

1278 Aris$="YES"

1280 INPUT "Are these correct?(YES or NO)",Ans$
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‘1298 IF Ans$="NO" THEN 1238

1368 Ans$="NO"

1318 INPUT "Do vou want to hold one parameter constant?(YES or

HO>",Anss$

1328 IF Ans$="NO" THEN 1378

1338 INPUT "Enter one parameter vou want to hold constant(l,2,

or32i",J :

1340 Constant<M,J>=8 1 ¢@=CONSTANT, 1=YARIABLE(defaultl)
1358 Nparm=Nparm-1

1368 GOTO 13886

1378 NEXT M

1388 HNpts=Nf

1390 IF Icp=3 THEN Npts=HNf2

14886 Nfree=HNpts-Nparm

1418 IF Nfree>8 THEN Calc

1428 DISP "Degrees of freedom are zero. Program has stopped.”

1438 STOP

1448 Calc: ON KEY #8 GOTO Conw

1458 DISP "Don’t bother me, I‘m computing . . . Prezs k2 to termina
te inversion"

1460 REDIM P(Model,3),Ppi{Model,3)

14780 Redim:REDIM ACHf2,Nparm),At (Hparm,Nf2),W{Nparm,NFf2)

1488 REDIM One(Mparm,1),Betal{l,Nparm>,Dp(l,Nparmn),Sigp(l,Nparm:
1490 REDIM Alphal{Nparm,Nparm),Array(Nparm,Nparmn),Anorm{Nparm,Nparm:
1588 REDIM Cowvar(Nparm,Nparm},Cor(Nparm,Nparm),D(Nparm,Nparm)

1518 GOSUE Ro

1528 Ro=R@

1538 IF P4=8 THEN R@=1

1548 FOR I=1 TO Nf

1558 CALL ColemcI,1,Analytics,Yfitdl,I0,YFit (1, I+NFfI,PC*),AC*))
1568 HNEXT I

1578 RBA=Ro

1588 GOSUE Ro

1598 Ro=R@

1688 IF P4=1 THEN RB=1

1618 GOSUE Rchisgr 'EYALUATE INITIAL ERROR
1628 RB=Rc

1638 Rchizq@=Rchisq

1648 Zero: MAT Beta=ZER I TNVERSION
1656 MAT Alpha=Z2ER

1668 MAT One=(1)

1678 IF Conv$="YES" THEN Beta

1688 IF Analuytic$="NO" THEN GOSUB HNumeric INUMERIC DERIWATIVES
1698 Bet a: MAT Dy=Dy.Sigy

1708 MAT Beta=Dy#*A

1718 Alpha! MAT W=0ne#*Sigy

irza MAT At=TRN{R>

1738 MAT At=At.W

1748 MAT Alpha=At *A

1758 HNorm: CALL Normd{Nparm,RAlphad#),Anorm{*2)

1768 Stabilizet!MAT D=IDN

1778 MAT D=D#<{Lamdal
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1789 MAT Arrayv=Anorm+D
1798 Invert: MAT Array=INV(Array)
1888 IF Conw#="YES" THEN 5Stats

is1a MAT Array=Array.Anorm

1828 MAT Array=Array-Alpha

1838 MAT Dp=Bet a*Array

1848 Jm=8 ICALCULATE MEW PRRAMETERS

1858 FOR M=1 TO Model
1368 FOR J=1 TO Nterms

1878 Pp(M,Jy=P¢M, >

1888 IF Constant(M,J>=@8 THEN Next j
1898 IF J=2 THEN Pp(M,J>=LGT(Pp<H,J))
1908 Jm=Jm+1

1910 Pp(M, J>=Pp(M,J>+DpCl, Im>

1928 IF J=2 THEN Pp(M,J>=18~Pp(M,J)
1938 Nextj: HNEXT J

1948 NEXT M

1956 Roo=Ro=R@

1968 IF P4=8 THEN RB=1

1978 IF P4=1 THEHN RB=RO+Dp(l,Jm+1>

1988 FOR I=1 TO HNf

1998 CALL Colem{I,1,Analytic®,¥Yfit {1, I0,7fit L, I+MHFfs,Ppl#i A%
2888 NEXT I

2019 IF P4=8 THEN RB=Ro

26828 IF P4=8 THEN GOSUB Ro

2830 Ro=R@

2648 IF P4=1 THEN RB=1

26858 GOSUE Rchisgr IRE-EVALURTE ERROR
28668 R@=Ro

2870 Io:IF Iteration<{>1 THEN Ckerr

2888 CALL Output<@,Model ,HNterm=,8,0,0,8,P(*))

2898 CALL Output(l,Model,Nterms,8,8,RchisqB,5,P"%2)

2188 ! Pdev=1€é REMOVE "!" FOR LISTING OF INITIAL-FIMAL PARMS OHLY
2118 Ckerr:iIF (ABS(Rchizq-RchizgB)»<=Tol) OR (ABSIRchizgB-Rchisglr<=T
ol? THEN Conwv

2128 IF Rchisq<Tols188 THEHN Conv

2138 CALL OQutput(l,Model,Nterms,Iteration,Lamda,Rchisqg,S5,Ppi*J)
2148 IF Lamda>=16888 THEN End

2158 lteration=Iteration+l

2168 IF RchisgB-Rchisq>=8 THEN GOTO Less

2170 More:!: Lamda=18#%Lamda 'ERROR HAS IMCREASED
2188 IF P4=1 THEN R8=Roo

2198 GOTO Stabilize

22008 Less: Lamda=Lamda-18 {ERROR HAS DECREASED
2218 MAT P=ABS{(Pp>

2228 RchisqB=Rchisq

2238 GOTO Zero

2248 Conv: Conu$="YES" 'ERROR HAS CONVYERGED
2258 ! Pdev=8 REMOVE "t" FOR LISTING OF INITIAL/FIMAL PARMS OHNLY
2268 CALL Outputdl,Model,Nterms,Iteration,Lamda,Rchisg,S,Ppi*))
2278 Lamda=8

2288 MAT P=Pp
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22998 IF P4=1 THEN GOTO Zero

2388 M=Model+2

2318 IF Modeli=1 THEN M=2

2328 Ct=0

2338 Dsum=08

2348 Shift=0

2358 IF Iop=2 THEN Shift=Nf

2368 FOR I=1 TO Hf

2378 IF Sigy(l,I+Shift)=8 THEN 24068
2388 Deum=Dsum+LOG{(Amp{1, I Amp{M, 13>
2398 Ct=Ct+1

2488 NEXT I

2418 RB=EXP{Dsum~sCt> 'AYERAGE R& @ COMVERGEHMCE
2428 GOTO Zero

2438 Stats: REDIM Onedl,Nparm’

2449 MAT One=<(1)

24508 MAT Covar=Arrav#(Rchisq’

2468 MAT D=IDN

2470 MAT D=D.Covar

24848 MAT D=SARC{D>

24909 MAT Sigp=0ne#D

2509 MAT Sigp=Sigp*(1088>

251. CALL Norm{(Nparm,Covarc#),Cor(*i)

2520 CALL Dutput<2,Model,Nterms,d,8,0,22,S5igpl*ss !'UNCERTRINTIES
2539 DUTPUT Pdev USING "13AR"; "CORRELATION MATRIX"

2548 CALL Output(3,Nparm,Mparm,8,8,8,13,Corc*l)

2558 GOTO End
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2558

2578 SHORT Yfita,Yfitp

2588 Ro=R#

259@ IF P4=80 THEN R@=1

2688 FOR I=1 TO Nf IMUMERICAL DERIVRTIYES
2618 JIm=@

2629 HNewsI+Nf

2638 FOR M=1 TO Model

2649 FOR J=1 TO Mterms

2650 IF Constant(M,J>=8 THEN 2750

2660 Jm=JIm+1

2678 Psave=P(M,J>

2688 P(MyJo=PC(M,J*1,1

26954 CALL Colem(I,1,"MO",¥Yfita,Yfitp,PC#),AC%))

2788 Dp=.1%Psave

2718 IF J=2 THEN Dp=.@4139 'LGT TRANSFORM
2729 IF lop<>2 THEN RCI,Im>=L0G(Y¥fitasYfit(1,I25-Dp
2738 IF lop<>1l THEN AcNew, Im)=(FNAsnh(Yfitp)~FNAsSnh{(Yfit(1l,Newd’
>/Dp

2740 PiM,J>=Psave

2758 NEXT J

2769 HNEXT M

2778 1IF P4=0 THEN 28309

2788 Ro=k®@

2798 R@=1.1%R0O

2888 CALL ColemcI,1,"MO",¥Yfita,Yfitp,P(#),AC*5)

2818 A(I,Jm+1>=LOGCYfitar¥Yfitdcl, I 2%18-Ro

2828 RO=Ro

2838 NEXT I

2848 RB=Ro

2858 RETURN

2860 Ro: Shift=8

2879 IF lop=2 THEN Shift=Nf

2880 FOR I=1 TO HNf

28949 Fix=yYfit{1,1I>

2908 IF P4=1 THEM Fix=1

2918 ROA=Amp(Ll, I/ Fix

29208 IF Sigycl,I+Shift2<>8 THEN 2948

2938 NEXT 1

2948 RETURN

2958 Rchisgr: DIM Du2di,2%NfD 'ERROR CALCULATION
2960 CALL DydYc#),¥Yfit ®),Dyl*d)

2978 MAT Dy2=Dy.Sigy

2980 MAT Dy2=Dy2.Dye

2999 Chisq=SUM(Dv2)>

30089 Rchisg=Chisq/Nfree

38108 RETURH

3820 End: Ans$="YES"

3938 PRINT "The reduced chi square has converged or diverged."
30848 PRINT "Type YES to plot your results. Twpe NO to change para
meters."

3858 INPUT "PLOT?",Ans$

30608
3878

Numerici DEF FNAsnh(SHORT Xi=LOG(X+(H~2+15~.3)

IF Ans$="HO" THEN Initialize
SUBEND
30



30980
38909
3190
3118
3120
3130
3140
3150
3160
3170
3188
3190
3200
3210
3220
3230
3240
3259
3269
3270
3230

3290
3300
3310
3320
3330
3340
3350
3368
3370
3380
3390
3400
3410
3420
3430
3440
3450
3460
3470
3430
3498
3598

| % FEFEFFE LSRR RS R LI R R GRS E R R R LR LIRS LR AR R LR R RRRH
Dyt
SUB Dy<SHORT YC(*#),¥fit(*>,Dy(*))

]
! Y{(#): Observed data
! Yfitd*>: Calculated data
! Dyc¢*>: Difference vector
]
OPTION BASE 1
COM Nf,M,Pdev, lop,Log$[3],Fnm$[6E]1,Date$l3]"
COM SHORT RB,F(*),Amp(x>,Phz(*),Constant (%)
ON KEY #8 GOTO End
DEF FNAsnh(SHORT X)=LOG(X+SAR(X~2+1)>) |ARC-HYPERBOLIC
Amp: IF Iop=2 THEN Phz
FOR I=1 TO MNf
Duwdl, I>=L0GCY (L, I C(RA%YFiIt (1,100
NEXT I
Phz:IF {(lop=1> OR (lap=4> THEN End
FOR I=1 TO Nf
Dycl, I+NFfI=FNAsnh<{Y (1, I+NF)Y 3 -FNAsnh(Yfit (1, I+Nf3>
NEXT 1

End! SUBEND

| SRR FFFFEFF R LU AFFFFFFFF R RIS S LR LRI XA LR R R R
Norm: ! IMORMALIZATION
SUB Norm(MN, SHORT XK(#),¥Y(*3)

]

! M: Dimensions of X and VY NOTE: There may be p
! ®“i¥): Input array if Xii gets ‘close’

! Y(#3: Output array
|
OPTION BRSE 1
SHORT I<(N,N>,DC(N,HN>
ON KEY #8 GOTO End
MAT ¥Y=<(1J
MAT I=I1IDN
MAT D=C(13/%
MAT D=I1.D
MAT I=DxY
MAT ¥Y=1%D
MAT Y=ABS(Y)
MAT Y=SQRC(Y>
MAT Y=Y.X
End: SUBEND
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B518 | RFERRREXEREFPEP I LS LI PSP PP IR R R F LR SRR FE LI F L XL SRR LRERELFER
3528 Qutput:! INVERSION QUTPUT 1131
3539 SUB Cutput{Form,Ilx,Jx,K1,K2,K3,Tabl,SHORT K{*)>

35409 !

35358 ! Form: format type

3568 ! Ix: first index limit

3578 ! Jxi second index limit

3588 ! Ki: ~

3598 ! ka: > constants

3698 ! k3: -

3618 ! Tabl: TRAB argument

3628 ! AC®)D output matrix Iy I
3638 !

3648 OPTION BRSE 1

35658 COM Nf,Model,Pdewv,lop,Log$l3],Fnm$l(6],Datesl8]
3660 COM SHORT RB,F{#),Ampl(#),Phz{%),Constant (*)
3678 DIM Headers$[38]1,List3[941,Clist$[388]1,Col$S
3638 ON KEY #8 GOTO End

3692 DHTH llf‘-l n ’ ll-T-L n . IIEL ll, |Ir‘—2 H . IGE ) ’ ll-c_z i ’ Il!yls_ 1] , n
.LB— |l, ll-C-g n

3798 MAT REARD Cols$

3718 PRINTER IS Pdev,WIDTH(%4)

3728 Ji=@

3738 FOR I=1 TO Ix

3748 IF Form=3 THEN Jx=I

37S@8 FOR J=1 TO Jx

37686 IF Form<{>3 THEN 3799

3778 DUTPUT Plist$ USING "#,MD.DDD,4X" X1, T
3738 GOTO Sum

3798 IF- (Form<>B> DR (Constant<(I,J><:8> THEN 3839
3808 DUTPUT RAlist$ USING "#,%X,4R,A";Col$(C(I-13%3+J2,"2"
3818 QUTPUT Plist$ USING "#,MD.DDE,X";XCI,J>

3828 Clist$=Clist3&Alist$&Plist$

3838 IF Constant(I,J»=8 THEN 3898

3848 Ji=Ji+l

3858 IF Form=8 THEN QUTPUT Plist$ USING “"#,4X,4A, 4" jCol$i(I-10%
3+J>

3864 IF Form=1 THEN QUTPUT Plist$ USING "#,MD.DDE,X"jnu{l,J?

3878 IF Form=2 THEN OUTPUT Plist$ USING "#,MD. DDE, SR U B

3888 Sum: List$=List$&Plist¥

3898 HNEXT J

3988 IF Form=3 THEN PRINT TAB{(Tabl);I;List$

3918 IF Form=3 THEN List$=""

3920 NEXT I

3938 IF Form=3 THEN End

3948 IF Form=2 THEN PRINT "%Sigma=";TRE<Tabli;List$

3958 IF Form=1 THEN DUTPUT Header$ USING "#, DE,:” D.DDE,2R";K2,K3
3968 IF Form=1 THEN PRINT K1;TAB<Tabl>; TRIM:tHeaders&L1;f$;
3978 IF Form=8 THEM PRINT “COHSTHNT PHRHMETERS:";TRIM${C1i5t$)
3988 IF Form=8 THEN PRINT TRIM$C("It Lamda Rchisg "&List$)
3998 End: PRINTER IS 16,WIDTH(S@>

4888 SUBEND
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4010
40820
4830
40408
4858
4860
4878
4684
40949
41008
41108
4120
4139
4148
41506
4160
4178
4130
4198
4200
4210
4220
4238
42449
4250
4260
4270
4280
4290
4300
4310
4328
4330
4340
4358
4360
4370
4380
4390
44080
4410
4420
4430
4448
4458
4450
4470
4480
4490
4500
45109
4520
4530
45448

Y L s T R R R RN R L L L LI S L L L
!

Cotem: ! FORWARD AWD DERIYATIYE COLE-COLE ALGORITHMS 11-81
! MULTIPLICATIVE

Y T Ny Y e T I I L il
[

SUB Colem{l,It,Deriv$,SHORT Afit,Pfit,Pi#),A(%))

I! current index from calling program

It: seed for output files .

Derivé: calculate analytic derivatives?, "YES" or "NO"
Afit: best fit amplitude

Pfit: best fit phase

FC#21 input parameter matrix (M, 1>=M, (M,2>=T,(M,30=C
AC#2! output derivative matrix (I,Model?

]
DPTICON BRSE 1
COM Mf,Mm,Pdev,lop,Log$l[3],Fnu$l5],Date$l3]

COM SHORT RO,F(#),Amp(*),Phz(#*),Constant (*)

SHORT C¢@:1)>,2¢0:1>,2¢0:Mm—1,2),Pd(@:Mm*3-1,2, DadwMmn

Pa2=PI-2

Nterms=3

C(ar=1

C(1>=8

IF (Log#$="DBL"> AND (Mm<>1> THEN Cupl$="YES"

FOR M=1{ TO Mm IEVALUATING EQUARTION
It=It+1 IFOR Re AND Im PARTS
M=M-1
Sgh=-1
IF (Cupl#$="YES"> AND (M=Mm> THEN Sgn=-Sgnh
W=2#PI1#FC(1,1)

Wt =W#ABS(P(M, 25>
Wc=Wt~P{M, 3D
Wzc=Wc~2
A=Wc#COSC(P2*P(M, 33>
B=Wc*SINC(P2#*P(M, 33>
Ki=A+W2c
Di=1+2#A+W2c
Re=Sgn#P(M, 15Kl D1}
Z(N,1>=1+Re
Im=3gn#B«P(M,1>-D1
Z(N,25=Im
v FIMDING Amp AND Phz
AmptIt, [)=AFfit=ROB#(2(N,1>~2+Z2(N,22~22~.5

Phz¢lt,1)=Pfit=1000%ATNC(I(N,20,2C(N, 1> IPhz in mrad”’s
Cr=C(8)>
Ci=C<1>
CeBI=Cr#2(N,12-Ci*2(N,2) ‘COMPLERX FPRODUCTS

CCl)=Cr#2<H,22+Ci*2(N, 1>

!

IF Deriwv$="NO" THEN 4630 IPARTIAL DIFFERENTIALS
Inc=N*Nterms

Ke=Sgn#*P(M,1)-/D1~2

Kt=K¢#P{(M,32-P(M,2)
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45598 Pd{Inc,1>=Sgn#K1-D1

4568 Pd{Inc,2>=5gn*#B-D1
4578 Ret=2#W2c+A*(1+H2c)
4580 Pd{1+Inc, 1)=Kt#Ret
4598 Imt=B#(1-W2c>

4680 Pd{1l+Inc,2)=Kt#Imt
4610 Pd(2+Inc, 1)=Kc*#(Ret*#*LOG(Wt )-P2%Imt )
4620 Pd(2+Inc,2)=Kc#(P2#Ret+Imt *LOGC(Wt D>

45638 NEXT M
4648 ! - Amp AND Phz FOR
4658 Tan=C(1)>sC(B) ITOTAL RELAXATION

4668 Rsave=C(3)

4678 IF Mm=1 THEN 4748

4688 Pextra=g

4698 IF C(@><8 THEN Pextra=3Sgn#3141.59 ISECOMD&THIRD GIURD
4768 It=It+1

4710 Amp(It,Id=Afit=RA%(CCBI~2+C(1>~25~.5
4728 Phz(It,I)=Pfit=1008#ATN(Tan)+Pextra
4738 |

474@ IF Deriv$="NO" THEN End

4758 D3=RE=%SAR(1/(1+Tan~2))>

4768 D4=1088/ Rsave*(1+Tan~2)

4778 D3=D3/Afit ILog TRANSFORM
47380 D4=D4/SQRC(1+PFfit~2> IAsinh TRANSFORM
4798 New=I+HNf

4808 Jm=8

4818 FOR M=1 TO Mm IDERIVYATIVES

4328 Cigr=1

48380 Cil1>=9

4848 FOR K=1 TO Mm

4850 IF M=K THEN Skip

4860 Cr=C(8>

4870 Ci=C{1>

4888 C(BI)=Cr#2(K~-1,1)-Ci*2(K-1,2) IPARTIAL FRODUCTS
4898 C{1)=Cr#2(K-1,25+Ci*2C(K-1,1>
49808 3Skip: NEXT K

4918 FOR J=1 TO Nterms

4920 N=M-1

4939 Id=J-1+N#Nterms

49409 Q{B)=CCBI*Pd(Id, 1)-CC1)*#Pd(Id, 2> IPARTIAL DIFFERENTIAL
4958 B{1>=C(BI*Pd(Id,2>+C(1>#Pd(Id, 1>

4968 IF Constant(M,J>=8 THEN 5BZ@

4978 Jm=Jm+1
4980 ACI,Jm>=D3*(R(BX+QAC1>%Tan)

4990 IF J=2 THEN RCI,Im>=2.3025%PC(M,2)#ACI, Jm>

Seeo A(New,Jm>=D4#(QAC15-Q<BI*Tan?

Sele IF J=2 THEN A(New,Jm>=2.3825#PM,23=ACNew, Imn>

5828 NEXKT J

5838 NEXT M

5848 IF R@=1 THEN End

5858 ACI,Jm+1)=1/R8 lie. Afit-C(RO*AFit?

5860 AcNew,Jm+1)>=0
5878 End: SUBEND
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5888

5899 !

5189 Weight:i! DATA WEIGHTING 11381
Sti1g !

S120 | #$%%$2XEFFLFFFRFFXLFSRFSFEF LI SRS RSP FLEFFLFFTEFLFXRRRRFFHEFFHS
S138 !

5148 SUB Weight (SHORT Y(#),Sigy(#),Ywt (%))

Si56 !

5168 | Y(#)! input data vector (1,2%N¢D
5178 ! Sigy(#)! standard deviation vector (1,2#%Nf2
5188 ! Ywt (#$): output weight vector C1,2%N¢D
Si%8 !

5209 OPTION BRSE 1

5218 COM Mf,Model,Pdewv,lop,Log$[3],Fnm$lE],Date$[2]
5228 COM SHORT RO,F(#),Amp(*>,Phz(%),Constant (%)

5238 DIM Lizt$(123],Punc$l1],Commasl1],Breaks$l1]

5240 MAT Ywt=(1)

3256 RO=Ampcl,1>

5268 Ans$="CONT"

5278 INPUT "Do you want to PLOT and previsw the spectrum or CONT?
",Ans$

5280 IF Ans$="CONT" THEN Inv_op

5298 Preview: Model=9

5360 CALL Crpit16,-3,5,"N",Ywt(*))

5318 CALL Argplt(Yuwt (%))

53286 WRIT 38686

5338 EXIT GRAPHICS

5349 Inv_cp: Iop=3

S350 PRINT "#%¥X¥$$¥ % ¥ XL EXXLFLEXEXLEE£LFFHE2%"

5368 PRINT " 1) Just Amplitude"

5378 PRINT " 2) Just Phase"

5388 PRINT " 3 Both Amp and Phz"

5398 PRINT "##3#¥$$F L4555 FFEFFLEFFLEFREFEE"

5408 INPUT "What do vou want to invert?",lop

5418 PRINT

5420 Wt_op: Wop=d

54308 PRINT "#####¥¥£# L4 EFF KX H¥HFRFLLELFFE"

5448 PRINT " 1> Instrumental (1l-s3ig~2>"

5458 PRINT " 2) Statistical C1svo"

5468 PRINT " 3) Selective (1-9>"

S479 PRINT " 4> HNone 1

S480 PRINT "##$ ¥ ¥ ¥ 4L EFE XXX LREEF X 0%%%5%"

5498 INPUT "Choose one method of weighting the data?",Hop
5568 MAT Ywt=ZER

SS18 PRINT PRAGE

5528 Alist: IF lop=2 THEM Plist

5538 Plist$="AMPLITUDE"

5S40 Shift=0

5558 GOSUB Wt

5560 Plist: IF Ilop=1 THEN End

5578 Plist$="PHASE"

5588 Shift=Nf

5598 GOSUB Wt
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3688 GOTO End
5618 HWt: OM Wop GOTO Inst,Stat,Sel,Mons

5620 Inst: !

5630 FOR I=1 TO Nf

5648 IF Sigy=0 THEN Sigy=1
5650 Ywt (1, I+Shifty=1,Sigy~2

=1-1-1") NEXT 1

5678 RETURN

5680 Stat: !

569@ FOR I=1 TO Nf
5788 ¥Y=Y(1,I+Shift>

5718 IF ¥Y=8 THEN ¥=1

5728 Ywt (1, I+Shift>=1-ABSC(Y>
573a NEXT I

57?40 RETUERN

S?58 Sel: !

S768 GOSUB List

5770 Commas=","

5788 Breaks$="|"

3790 FOR I=1 TO HNf-1
5866 Ct=Ct+1

5810 Punc$=Commas$

5828 IF Ct=5 THEN Punc$=Breaks$

5838a IF Ct=5 THEN Ct=0

5848 QUTPUT Plist$ USING "#,3R";" "&"1"&Punc#
5850 List$=List$&Plist$

5868 NEXT I

S87a List$=List$&" 1 "

5880 EDIT "Edit the weighting function; then CONT.",Liszt$
5898 FOR I=1 TO HNf

5968 Ywt (1, I+Shift)=VAL(List$[1,21)
S91@ List$s=List$[4]

5920 NEXT 1

5930 RETURN

5948 HNone:i !

5950 FOR I=1 TO Nf

S9€6d Ywt (1, I+Shift)=1

5978 NEXT 1

5988 RETURHN

5998 List: Ct=0

6080 PRINT LINC1>,Plist$,LINCLD

6018 FOR I=1 TO HN¢

6@02a Ct=Ct+1

6830 OUTPUT Plist$ USING "#,28¥,MD.DDE";¥c1l,I+Shifty
60408 List$=Lizst$&Plist$

6058 IF I=Mf THEN Print

60608 IF Ct<>S THEM 6108
6878 Print: PRINT Lists$
6680 Listg=""

6090 Ct=8

6100 NEXT 1

6118 RETURN

6128 End: SUBEND
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B1l1380 Readin: ! $$¥EX 433 FEFFEFLFFLL LR FLLLEXLFFLLFLXFEXRXEERXEFRLERS
51489 |

6158 Test:! FORWARD MODELED DATA I-0 1131
5168 |

Bl70 | #3553 FF XX EFLEFLFEXEEFFEEFFFEXLERFLFEXLFRFFHEFFEFL XXX L EFHRFEERS
5188 !

6198 SUB Test (SHORT Y¥(#),Sigy(#),Ywt (%))

€200 !

6218 OPTION BASE 1

6228 COM HNf,Model,Pdev,lop,Log$l3],Fnm$[(E],Datesl3]
6238 COM SHORT RO,F(#*),Amp(*),Phz(#),lonstant (#)
5248 Device$="IiC" ) IREMOYARBLE DISK
6258 Input: INPUT “TEST:i:Filename?",Fnm$

6260 ASSIGH #1 TO Frnm#$&Device#

6279 1=8

£280 Readloop: ON END #1 GOTO Reform

£290 I=1+1

6360 READ #1;FC1,I0,AmpCt,I10,Phz(1,1I>

6318 Nf=1

6328 GOTO Readloop

6338 Reform: FOR I=1 TO Nf

€348 YCl, I0=Ampdl,I>
€358 YCl, I+NfI)=Phz(1, I’
€360 NEXT 1

5370 CALL Weight¢(Y(#),5igyC*), Yut (#))
£388 Io: FRINTER IS Pdev

6398 PRINT LINC1Y,"FREQUENCY AMP WEIGHT PHZ

WEIGHT"

£400 FOR I=1 TO Nf

5410 PRINT USING "D.DDE,2X,2(MD.DDE,3X,D.DD,3X>";F¢L, I, AmpCl, Iy

S YWt (1, I, Phz¢l, 10, Yut (1, I+NfD
5420 NEXT I

6430 End: PRINTER IS 16

5440 SUBEND

BA50 | SRR EFFEEFEFFEFFRRFE R LSRR RPN L R R AR F LSRR R R R RN F R RS
56460 |

6478 ! USER SUPPLIED INPUT PROGRAMS

6488 !

6498 Inl: SUB Ini(SHORT %(#),Sigul#*),Ywt (%))

. 5586 !

8518 In2: SUB In2(SHORT ¥(#*),Sigy(#),Yuwt (%))

6520 ! )
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E530 | ¥4 A FF X XXX L AT XXX XX LEE T LR AXXFLE L XX AT X FRFS TR ERRBETXHEERS
65408 |

6558 Crplt:! PLOTS SPECTRAL IP DATA 11781
6568 !

BOT0 | X XA X RERRERL R FAFRFEF S TR AL FFLFFFSRFE L LR SRR X XL X R FXFTRERSEE
6588 !

6598 SUB Crplt(Base,®mn,Xmx,Decupl$, SHORT Ywt (%12

6608 |

6518 ! Pase! base system for fregquency scale

6628 | ¥mn! minimum logl® fregquency

6639 ! “mx: maximum logl8 frequency

6649 | Decupl$: plot decupled phase?(¥ or N2

6658 | Ywt(*): data weights (1,2%Nf2

66608 |

6678 OPTION BRSE 1

6688 COM Nf,Model,Pdev,lop,Log$[3],Fnm$lel,Datefl2]
£698 COM SHORT RB,F(*),Amp(#),Phz(*),Constant (%>
6788 SHORT X{1,Nf),Z(Model+3,Hf>

6710 DIM Title$(48],5ym$E(NFfI[1]1,Blanks(Nf2l11]
6720 P2=PI-2

6738 J1=2

6740 M=Model+2

6758 IF Mcdel=8 THEN M=1

6768 IF Model=8 THEN Ji=1

6778 IF Model=1 THEN M=2

6780 IF Decupl$="¥Y" THEN M=M+1

6798 FOR I=1 TO Hf

£800 X1, I1>=LOGCFC1,I2>/L0G(Base’

€810 Blank$(ly=""

6829 OUTPUT Sum$ USING "SD";~-SGN(Phz(1,I33
6830 Sym#(I>=Sym$[1,11]

5840 IF Ywt{1,I+Nf>=0 THEN Sym$(Ir="$#"

6858 FOR J=1 TO M
6868 Phz=~Phz<(J, 1>

6870 2¢T, 13=3GNC(Phz)*LGT(ABS(Phz)?

6880 IF (Phz>-1) AND (Phz<{1)> THEN 2¢(J,1)=8
6898 NEXT J

6988 NEXT I

6910 PLOTTER 1S5 13, "GRAPHICS"
69208 GRAPHICS

6938 LOCATE 5,118,28,99

£949 Phase: !

69590 Ymx=3

6960 Ymn=@

E9708 Dely=1

6980 IF Lag$="DBL" THEN ¥Ymh=-3
6998 SCALE Xmn, ¥mx, Ymn, ¥Ymx
7008 AXES 1,ABS<Delyw), Xmn,Ymn
7818 CALL Yax1bl<¢(2,-P2,3.3,Ymn,Ymx,Dely,1,dnn, .25, "L0G PHASE LAG tm
rad) s.eaaea™?

38



7828
7838
7840
7858
7a6g
7Bre
7088
7898
7188
7118
7128
7138
7148
7150
7leo
7170
7188
7198
7288
r21a
7226
TUDE
7238
7248
7258
7260

7270
s RG
728@
7298

FOR J=J1 TO M
CALL Linplt<(Hf,3,1,J,Blank®(®), X% ,ZC*1)
MEXT J
CALL Linplt(Nf,2,1,1,8um$C*%),K(*)3, (%22
1
Rk=1
IF (AmptM,12>1.2 OR <(Amp<(M,1><.2> THEN Rk=RSB
IF Decupl#$="%¥" THEN M=M-1
FOR I=1 TOQ Nf
Sum$CIr="Q"
IF Ywt{1,15=8 THEN Sym%(I)="4%"
ZC(M, I>2=Amp(M, I> Rk
2¢1,1)=Amp(1,1>/RB
NEXT 1
Amplitude: !
Ymx=1
Ymn=&
Dely=.1
SCALE Xmnh, Xmx,Ymn, Ymx
AXES 1,Dely, Xmx, Ymx
CALL Yax1b1¢8,-P2,3.3,Ymn,"mx,Dely,1,¥mx, .25, "NORMALIZED AMPLI
- - __II)
CALL Linplt{Nf,4,1,M,Blank$(*) ,K(*s, 2%}
CALL Linplt(Nf,2,1,1,Sym$ ), XC*2,20%))
Labels: !
CALL Xax1b1¢6,8,3.3,¥mn,8mx,1,1,%mn,.B85,"L0G168 FREQUENCY (Hz>"

QUTPUT Title$ USING "7A,X,5R,%X,4A,D.DE";" FILE: ",Fnm$, "Rdc="

CALL Titled(X¥mx-Xmn)~2+¥mh,-.1,8,5,Titles$d
End: SUBEND
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7380
7318
7328
r338
7340
7358
7360
73708
7388
73908
7400
7418
7420
7430
74408
74350
7460
7470
74388
7438
ra=1-1"
rS1le
7528
7538
7548
r358
Ia=1-1"
°S78
758@
7598
766808
7610
7620
7638
7648
7658
7668
r678
76868
7698
r7ga
°718
7720
7738
7748
7758
7768

| FEFEEFEEAFF LR EL LR FR LR LR E R P I FAFFFRR AR LSRR EEEERFR R RS ES
I

Plots:! PLOTTING SUBROUTIME PACKAGE 11-31
!

| SRR FEECEFFEFCFF R LS F USSR S LR L LRI R LR F A A SRR RS R R R R LR %S
Rescale:! RESCALES ARGAND AXIS TO LOOK GOOD
SUB Rescale(Del,Mn,Mx)

Sc=1-Del

IF Mx>3 THEN Mx=CINT(Sc*Mx)+SGN{(Mx22#Del

IF Mx<B8 THEHN Mx=C(INT(Sc#Mx -SGN{Mx22#Del

I IF Mx=8 THEN Mx=Del

IF Mn<® THEN Mn=INT(Sc#Mn)#*Del

IF Mrn>3 THEN Mn=C(INT(Sc*¥Mn)=-5GN{(MnI2*D=1

I IF Mn=8 THEN Mn=-De]l

SUBEND

{

| SR REEFAEE LR R F LR R R IR AR LV LSRR SRS AR R R R LR LR RFEFFEF SRR RS ¥
Linplt:! LINE PLOT
SUB LinpltcNf,Lintup,Jx,Ju,Sum$C%), SHORT K(#),SHORT YCxio

I

! Mf: # of data points

! Lintyp: LINE TYPE argument

! Jx: constant index on X(%)
! Jy: constant index on Y(%)
1
I
I

Sym$(*r: plotting symbol CNf 2
®(%): independent variable (Jx,HNf2
Y{#)! dependent variable CJy, NfD

!

LORG S

Ipen=-2

FOR I=1 TO Hf

LINE TYPE Lintyp

PLOT R(JIx,I10,¥¢Jy, I, Ipen

IF Sym$¢I>="" THEN 7638

WHERE X,Y

LINE TYPE 1

LABEL USING "K";Sym#$(I2

MOVE X,Y

Ipen=-1

IF I=Nf THEM 7718

IF X¢JIx,12>X<Jx,I+1) THEM Ipen=-2

NEXT I
LINE TYPE 1
End: SUBEND
I .
Y O L T T I LTI T P P eI L ]
{
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7rra
7rse
7798
rg-1-1%)
7818
7320
78306
7840
7358
rg-1-1
7870
7888
7898

7988
7918
7928
7938
73408
7958
7968
rove
798606
7998
8088
8018
8820
8830
8840
8856
8868
8@7e
8830
8898
31088

811e
8120
8136
81406
8158
8168
g817e
8188
8190
8206
3218
3228
8238
3240
8258
8260
8276
8286

Lorg: LORG argument

Ldir: LDIR argument

Csize: CSIZE argument

Ry YImn: minimum axis value

(K, YImx: maximum axis value

Deldx,yd: axis STEP

(Xy¥dscale: multiplicative axis label scaling factor
(Y,¥2: conjugate axis intersection

(Y,R2shift! conjugate axis offset

Lable$: axis label

] .
Kaxlbl:! . ¥-AXI13 LABEL
SUB ®axlbl<(Lorg,Ldir,Csize,“mn,¥mx,Delx, scale,¥,?shift,Label®

CSIZE Csize

LORG Lorg

Isgn=1 ILorg=4

IF Lorg=6 THEN Isgn=-1 'Lorg=6
FOR I=Xmn+Delx TO ¥mx-Delx STEP Delx
MOVE I,Y
SETGU

WHERE Xx,Yy
MOVYE Xx,Yy+Isgn#2,5
SETUU
LABEL USING "K"j;I#Xscale
HEXT I
LBIR Ldir
LORG S
MOVE Xmn+{imx-8mn)-2,¥Y-Isgn#*#Y¥Yshift
LABEL USING "K";Label#
LDIR B '
SUBEND
I
Yax1bl:! Y=AKI1S5 LABEL
SUB Yaxlbl{(Lorg,Ldir,Csize,'mn,rmx,Delu,Yscale,X,shift,Label¥

CSIZE Csize

LORG Lorg ‘
Isgn=1 ILorg=2
IF Lorg=8 THEN Isgn=-1 'Lorg=8
FOR I=Ymn+Dely TO Ymx-Dely STEP Dely
MOVE X, I
Ii=Il

IF I=8 THEN li=l
IF Lorg=2 THEN Yscale=SGN(I)#18~ABSCI>-Ii
LABEL USING "X,K,X";I#Yscale
NEXT 1

LDIR Ldir

LORG S

C58IZE 3.3

MOVE X-Isgnh#Xzshift,Ymn+{¥Ymx-Ymn>- 2

LABEL USIHG "K"j;Label$

LDIR ©

SUBEND
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8298 !

B300 | #EXFEFXF LR LR EFF R LR EFSESEXRRFFFFEFERRFRRLFRFRREELEREEES
8318 Title:! IPRINTS TITLE
8320 SUB Title(X,Y,Ldir,Csize,Labels$’

8338 !

8340 #ny¥: title position

!

8358 | Ldir: LDIR argument
|
!

83648 Csize: CSIZE argument
837a Label$: plot title
8388 !

8399 LORG 5

8480 LDIR Ldir

8418 CSIZE Csize

8420 MOVE XK,V

8438 LABEL USING "K"j;Label$
8448 CSIZE 3.3

8458 SUBEND
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BUBB | FFFFFEEFERFFAFFFFFFF R RS RSB R SRR E R R RS EFFFF LI RRRRRERR RS
8478 !

8488 Argplti! REAL AND IMAGINARY ARGAND PLOT 11-21
8498 !
S500 | $FEFF R FRFLEF R FEF LR E IS ERE R FFFFFER LR LR RS L XX EXFFEREREESE
8518 !

8528 SUB Argplt(SHORT Yuwt(#))

8538 OPTION BARSE 1

8548 COM Nf,M,Pdev,lop,Log$(3],Fnm$[6],Datesl(3]
8558 COM SHORT RO,F(*)>,A(*)>,P(*),Constant (¥
8568 SHORT Red(S,Nf)>,Im(S,Nf>

8578 ! Rmn=Imn=8 | FORCES FULL HORMALIZED SCALE
8588 ! Rmx=Imx=8 ! REMOVE R, Iflag

8598 Rflag=Iflag=8

8688 FOR J=1 TO 1! M+1 | JUST PLOT OBSERWED DATAH

8618 Rk=1

8628 IF (AT, 15>>1.2> OR ¢ACJT,13<.2> THEN Rk=RS9
8638 FOR I=1 TO Nf

8648 Re¢J,1>=A¢J, 1) Rk*C0S(P(J,12-168688)>

86506 IF (Iop<>22 AND (Ywt{1l,I>=B> THEN 8718
B660 IF (Iop=2) AND (Ywt(1,I+Nf2>=8) THEN 3718
Be70 IF Rfl1ag=8 THEN Rmn=Rmx=Re¢J,I>

8688 Rflag=1

86938 Rmx=MAX(Rmx,Re(J, 1))

3788 Rmn=MIN(Rmn,Re(J,I>>

8718 Im¢J,I>=ACJ, 1> Rk*SINCP(J,I>-18808>

8ras IF (lop<>1> AND (Ywt(l,I+Nf)>=8)> THEN 8728
87306 IF (lop=1> AND (Y¥wt(1,I>=8> THEN 8788
8740 IF Iflag=8 THEN Imn=Imx=Imd(J,I>

87sa If1ag=1

B7€0 Imx=MAX(Imx, Im{(J, 132D

8v7’o Imn=MINCImn, Im(J, I3

8788 MEXT I

8798 NEXT J

8888 Delr=.1

8818 Deli=.1

8828 CALL Rescale(Delr,Rmn,Rmx2

8838 CHLL Rescale(Deli,Imn,Imx2

8848 HNr=(Rmx-Rmn>~-Delr

8858 Ni=(Imx-Imn>~Deli

8868 HNmx=MAX{(Nr,Ni>

8878 IF Nr<{>Nmx THEN Rmn=Rmn-INT{<Mmx-MHr3»- 23%#Delr
8888 IF Mi<>Mmx THEN Imn=Imn-INT({Hmx-MHi>~<23%Deli
8898 Rmx=Rmn+Nmx*Delr

8998 Imx=Imn+Nmx#*Deli
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8918 PLOTTER 13 IS ON

8928 GRAPHICS

8938 LOCATE 19.1,45.43,28,46.33

8948 LORG S

8958 SCALE Rmn,Rmx, Imx, Imn

8968 AXES Delr,Deli,Rmn,8

8978 CALL Xax1bl1¢(§,8,3.3,INT(2%¥Rmn)~2, INT¢(2¥Rmx>-2+.5,.5,1,08,08,"">
8988 CALL Yax1bl¢8,-PI~2,3.3,INT(2*%Imn)>~/2, INT(2%Imx2>/2+.5,.3,1,Rmn
,9,"")

8998 FOR J=1 TO M+1

9688 Lintyp=3

%818 IF J=1 THEN Lintyp=1

9828 LINE TYPE Lintyp

9838 MOVE Red(J,13,ImlJ,1>

%849 Ct=@

9858 FOR I=1 TO Nf

9868 Ct=Ct+1

3878 Ipen=-1

9880 IF J<>1 THEN 9198

3894 IF Clop<>2> AND (Ywt¢l,I»=8) THEN 9128

9189 IF ¢(¢lop=2) OR (Iop=32> AND C(Ywtil,I+Mfi=03 THEH 21z8
9118 PLOT RedJ,I>,Im¢J,I),Ipen

9128 WHERE X,Y

21386 IF (Ct<>4> OR (J<>1) THEN 9198

9140 LINE TYPE 1

9150 LABEL USING "K"j;"+"
9160 LINE TYPE Lintyp
9170 MOVE X,Y

2180 Ct=8

9198 NEXT I

9288 NEXT J

9218 SUBEND
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